A shaped-based ultrasound tomography method is proposed to reconstruct ellipsoidal objects using a linearized scattering model. The method is motivated by the desire to detect the presence of lesions created by high intensity focused ultrasound ͑HIFU͒ in applications of cancer therapy. The computational size and limited view nature of the relevant three-dimensional inverse problem renders impractical the use of traditional pixel-based reconstruction methods. However, by employing a shape-based parametrization it is only necessary to estimate a small number of unknowns describing the geometry of the lesion, in this paper assumed to be ellipsoidal. The details of the shape-based nonlinear inversion method are provided. Results obtained from a commercial ultrasound scanner and a tissue phantom containing a HIFU-like lesion demonstrate the feasibility of the approach where a 20 mmϫ 5 mmϫ 6 mm ellipsoidal inclusion was detected with an accuracy of around 5%.
I. INTRODUCTION
Motivated by the need to develop noninvasive methods for monitoring high intensity focused ultrasound ͑HIFU͒ treatment of cancer, we consider the problem of localizing and characterizing the structure of a penetrable ellipsoidal scatterer embedded into a lossy homogeneous medium given backscatter ultrasound data. We propose an inversion method based on a Born forward model that can be potentially used to characterize HIFU lesions based on changes in sound speed and attenuation from rf data collected using a standard ultrasound array.
Over the past 15 years, there has been a significant interest in the development and clinical evaluation of HIFU for therapeutic applications, in particular the treatment of cancer.
1-10 HIFU uses focused ultrasound to raise the temperature of the target tissue to above 60°C in 2 to 3 s, creating a lesion of order a few millimeters in size. 11, 12 For example ter Haar et al. 13 reported that a 1.7 MHz transducer, which had a focal pressure of 6 MPa, created ellipsoidalshaped lesions in beef liver that were about 20 mm long ͑in the direction of the HIFU beam͒ and 4 mm in diameter. Two major advantages of HIFU compared to the other tumor ablation techniques, e.g., radiation or cryogenic therapy, is that it uses nonionizing radiation and can generate tissue necrosis at depth with minimal impact on the surrounding tissues. One of the challenges required to make HIFU a practically useful tool for clinical application is the need for guidance of the HIFU treatment. As this treatment method is noninvasive it is necessary that an imaging method be available to guide the treatment and ensure full necrosis of the region of interest.
The current state of the art to monitor the HIFU lesions is magnetic resonance imaging ͑MRI͒, which can monitor time-dependent temperature elevation. [14] [15] [16] Despite the success of MRI as a tool for monitoring HIFU, it is a relatively expensive option and requires the development and use of specialized MRI-compatible HIFU hardware. Also patients with metal or electrical implants ͑e.g., pacemakers͒ are excluded from MRI. These issues motivate the use of diagnostic ultrasound for HIFU monitoring and guidance.
Ultrasound is sensitive to the acoustic properties of the tissue, specifically, the sound speed, acoustic absorption, and density. It is potentially suitable for HIFU guidance as it has been reported that HIFU treatments affect both the sound speed and the attenuation values of the tissue while forming lesions. [17] [18] [19] [20] [21] [22] The change in sound speed is less than 20 m / s ͑about 1%͒ and peaks at temperatures between 50 and 70°C and then decreases with further increase in the temperature. In most cases the change is reported to be reversible. The attenuation coefficient significantly increases within the values ranging from 80% to 700% and the change is irreversible. 23 speed, the lesion will not be visible using this method once the tissue cools. The change in the attenuation is irreversible, hence an imaging approach based on capturing the changes in the attenuation should be more robust. The attenuation in the necrosed tissue is much higher than that of the surrounding healthy tissue, hence, the tissue behind the HIFU lesion would appear slightly darker in standard B-scan images. Processing the B-scan data, Baker and Bamber, 26 Annad and Kaczkowski, 27 and Zhong et al. 28 detected the changes in the ultrasound images behind the lesion.
Traditional medical ultrasound scanners employ beamforming to generate two-dimensional images. These techniques have enjoyed a great deal of success both because of their inherent computational efficiency as well as the quality of the imagery they provide. Less common is the use of tomographic approaches for processing ultrasound data. In cases where an ultrasound system can fully encircle a region of interest then it is possible to employ tomographic approaches as a diagnostic tool 29, 30 or to detect HIFU lesions. 31 However, in the body the breast is perhaps the only organ that provides this access and most applications of HIFU therapy yield imaging problems for which only backscatter data, as are typically acquired by commercial ultrasonic transducers, will be available. As such, one would not expect image-formation type methods to yield the same high resolution results as in Ref. [29] [30] [31] . Moreover, the fast backprojection computational methods of Refs. 29 and 30 are no longer applicable so that one must employ a discretized physical model for the interaction of ultrasound with tissue leading to some rather formidable computational challenges.
In this paper, we develop and validate a shape-based inversion designed for limited view, ultrasound tomographic applications such as HIFU lesion characterization. In the development of the inverse problem we invoked the following assumptions:
͑1͒ The shape of the object is taken to be ellipsoidal. ͑2͒ A Born-type model is assumed for describing the scattering processes. ͑3͒ The medium in which the object is embedded is taken to be homogeneous and lossy.
Each of these assumptions has been made more as a matter of convenience to allow us to concentrate on the primary objectives of the paper, which is the formulation of a shapebased tomography problem and the validation of this idea using experimentally acquired data from an off-the-shelf transducer. We address the relevance and impact of these assumptions in the following paragraphs and discuss how they can be lifted in Sec. VI. In terms of shape-based modeling, we note that there has been considerable work in the past decade on the use of such models as the basis for inverse processing. For example, the reconstructions of ellipsoids have been considered using low frequency acoustic and electromagnetic data. [32] [33] [34] [35] [36] However these methods do not address to penetrable scatterers, assume low-frequency plane wave excitation, and rely on the fact that the scattering amplitude is known. Our own efforts consider the use of ellipsoids as models for problems in diffuse optical tomography, 37 another diffusive imaging-type application, where an ellipsoidal model was employed to describe perturbations in optical absorption properties for a breast imaging application. The work in this paper build most closely on that of Ref. 38 in that here we also consider the estimation of the parameters modeling the shape of an ellipsoid. Here, though, we generalize the problem to the case where there are multiple physical properties that are of interest ͑sound velocity, absorption, and density͒ each of which can, in theory, be associated with its own ellipsoid. We also consider specifically the high frequency, ultrasound problem rather than the diffusive applications cited earlier.
The use of a Born model in this paper and the assumption of spatial homogeneity are both closely related. They are driven by the size of the problem we were addressing. As will be discussed in Sec. III, the computational size of the relevant three-dimensional ͑3D͒ ultrasound problem renders impractical the straightforward use of a full wave field model. Given that our objective was to provide initial validation of the inversion scheme we are proposing as well as the success in processing experimental data, as demonstrated in Sec. V C, we have elected to delay to the future the substantial investment in effort that would be required to develop a fully nonlinear inversion scheme.
II. FORWARD MODEL

A. Derivation of the scattered field
The propagation of time harmonic ultrasound through an inhomogeneous, lossy medium can be described by the following frequency domain wave equation:
where r is a point in three space, is the angular frequency, p͑r , ͒ is the pressure at r and , ͑r͒ is the density, k͑r , ͒ is the wave number, and q͑r , ͒ is the source that creates the acoustic disturbance in the medium. In dispersive attenuating media, k͑r , ͒ has the form: k͑r , ͒ = / c͑r , ͒ − j␣͑r , ͒ where c͑r , ͒ is the dispersive speed of sound and ␣͑r , ͒ is the frequency-dependent attenuation coefficient. In most tissue, dispersion is weak and the attenuation follows a power law. The sound speed can then be expressed as c͑r , ͒ = c b + c p ͑r͒, where c b is the background sound speed and c p ͑r͒ the spatially dependent perturbation. Simi-
n is the background attenuation ͑typically 1 Ͻ n Ͻ 1.5 for soft tissue͒ and ␣ p ͑r , ͒ = ␣ po ͑r͒͑ / o ͒ n the perturbation. The square of the wave number can then be expressed as
which is a linear function of scattering parameters.
We invoke the Born approximation to determine the scattered field in terms of the perturbation to the background properties: 
where p s ͑r , ͒ is the scattered field ͑i.e., the Fourier transform of the ultrasonic echoes͒, p b ͑rЈ , ͒ is the background field; that is, the ultrasound field in the medium in the absence of the scatterer, G͑r , rЈ , ͒ is the 3D free space lossy Green's function and VЈ is the boundary of the scattering volume.
B. Derivation of the measured pulse echo signal
Having presented the major equations, we now calculate the received signal, measured echo data, for a bistatic pulseecho configuration. 42 The configuration for the transmitter, receiver, and the scatterer locations is given in Fig. 1 . The scatterer is identified by rЈ and the origin of the transmitter and receiver coordinates are denoted by r so and r to , respectively. The vectors that are traversing the surface of the transmitter and receiver transducers are given by r s and r t , respectively.
For 
͑10͒
The primary characteristic of Eq. ͑10͒ is that it provides a linear relation between the measured backscatter data, v o ͑r to , ͒, and the medium parameters k s 2 and p .
III. INVERSION METHOD
The forward model for a medium with weak scatterers is obtained by substituting Eq. ͑3b͒ in Eq. ͑10͒ in which case 
where K i , i =1,2,3 depend only on the background properties. To represent the forward model for point sources, Eq. ͑4b͒ will be used to obtain K i . For the imaging system of interest in this work, it is assumed that multiple transmitters and receivers are used to obtain the measurements. For the case of N T transmitters and N R receivers with N S frequency samples, the measured data y can be written as a column vector of size N T ϫ N S ϫ N R . Discretizing Eq. ͑11͒ at any position rЈ, the received echo voltage can be written in a matrix-vector model of the form:
where K is the matrix representation of the integral; f 1 is the column vector containing the voxel values of sound speed perturbation, c p ; f 2 is the column vector containing the voxel values of attenuation perturbation, ␣ p ; f 3 is the column vector containing the voxel values of density perturbation, p ; and n is the additive sensor noise. The ultimate goal is to estimate the unknown medium parameters f 1 , f 2 , and f 3 , from measured backscatter data. One approach to this problem would be to use linear inversion methods, and try to reconstruct voxelated images of the sound speed, density, and absorption. The nominal wavelength for imaging in tissue is about 0.3 mm at 5 MHz and the physical size of the region to be imaged could be on order of 30 mm on a side. An accurate discretization of the problem, with a step of a tenth of a wavelength ͑0.03 mm͒, could require up to a billion voxels. The linear inversion problem is ill-posed for this case due to the large number of voxels defining each of the three unknown vectors f 1 , f 2 , f 3 .
Our approach to the problem is based on the specification of the parameters describing the shape of the perturbations. We assume the shape of the perturbations is known, ellipsoids, but the locations, sizes, and orientations are unknown. Specifically, perturbations in Eq. ͑11͒, c p , ␣ p , and p , are represented by ellipsoidal shapes.
Therefore, to completely characterize the perturbation in one variable, we only need the location of the center, the lengths of the three axes of the ellipsoid, three angles that orient the ellipsoid in space, and contrast of the perturbation. Thus rather than having to invert for up to a billion voxels we have only 3 ϫ 10= 30 quantities to estimate from the measured data. In the case when c p , ␣ p , and p share the same geometry the number of unknowns reduces to 12. The inverse problem cast in this manner is therefore much better posed than the fully voxelated image.
A. Ellipsoid modeling
An ellipsoid can be defined mathematically with four elements:
͑1͒ A length three vector, c, denoting the center of the ellip-
are inverses of the semiaxes lengths, ͑l 1 , l 2 , l 3 ͒. ͑3͒ An orthonormal matrix U defining the ellipse in 3D using three Euler angles, ͑ 1 , 2 , 3 ͒. ͑4͒ A constant M, defining the contrast of the object.
T is determined to be on or in the ellipsoid if
Hence, the ellipsoidal perturbations can be defined as
͑14͒
For an infinitely sharp interface S͑x͒ could be a step function. However, the step function model of the ellipsoid gives a discontinuity at the boundary of the ellipsoid. For purposes of inversion, where we wish to use gradient descent type methods to estimate the parameters of interest, we employ a smooth, analytical approximation to the step function as is common in many geometric-type processing methods. 46 It is more computationally efficient to have an analytical representation of the Jacobian which motivates choosing a differentiable expression that maps the parameters describing the shape to any point rЈ in the region of interest. Here the step function is approximated with a hyperbolic secant, see Fig.  2 , and define the perturbations as
The coefficient 1.3 is chosen so that without the scaling from the exponential function, the boundary value of the shape is set to 0.5 ͑the mean value of the change in the boundary͒. If a point r 1 is within the ellipsoid, ʈDU T ͑r 1 − c͒ʈ 2 2 is less than 1 and the value of ␥͑r 1 ͒ approaches a constant value ͓exp͑M ͒ −1͔. On the other hand, if r 1 is not within the ellipsoid, the value of Eq. ͑13͒ is larger than 1 and ␥͑r 1 ͒ approaches 0. Around the boundary, the function provides a transition from 1 to 0. Therefore the expression approximates a step function, and classifies the points in the region of interest.
Our use of the hyperbolic secant function was motivated not by a desire to represent the transition from lesion to healthy tissue, but rather as a mathematical convenience for use with the optimization method we use. With respect to the boundary in the tissue, there are data that indicate that the transition from necrosed to healthy tissue is very sharp-on the order of tens of cells. 47, 48 Relative to the ultrasonic wavelength the exact nature of the discontinuity is not resolvable and therefore could be represented by any number of functions. For the inversion, it was necessary to have differentiable functions and for that purpose we chose the sech function. We tested other functions to represent the sharp boundary, including arctan and arctanh, and found that the sech function provided marginally better results over the full range of experiments considered in the paper.
B. Inverse problem
The parameters that will be used to characterize the ellipsoids of the three acoustic properties will be
where the subscripts i = c , a , d will be used to represent the perturbations in sound speed, attenuation, and density, respectively. The representation of the perturbations given in Eq. ͑15a͒, ␥͑rЈ͒, will be replaced by ␥ i ͑rЈ , ␤ i ͒ to account for the parameters of each individual ellipsoid, where
The problem to be solved given data y, is the nonlinear least squares problem:
In this work the minimization problem in Eq. ͑17a͒ was solved using the Gauss-Newton method. 49 For this purpose, an initial guess is provided for the ellipsoid parameters ͑␤ 0 ͒. Subsequent guesses ͑␤ k ͒ for the parameter vectors are then produced by the recurrence relation:
where ␣ k is the sense optimal and t k is the search direction obtained from the solution of
where J is the Jacobian. The computation of the Jacobian matrix is given in the Appendix. The search algorithm iterates until a termination tolerance is satisfied which is described in Sec. V.
IV. APPLICATION TO HIFU LESIONS
The equations presented in Sec. II A can be used to express the measured backscatter data from a lesion embedded in a weakly scattering medium as follows. The use of the Born approximation requires that the incident field is negligibly impacted by the presence of the lesion. In the case of HIFU lesions, the change in sound speed due to heating is less than 1%, which is within the Born approximation. The attenuation coefficient increase by 80%-700% appears large but the constraint on the attenuation is defined as the smallness of ␣ p / k b . The nominal attenuation in human tissue is 35.6 Np/ m at 3.5 MHz. For the sound speed of 1551 m / s and 700% perturbation in attenuation, the ratio of ␣ p / k b is 1.7% also within the Born approximation. Although our model accounts for changes in the density of tissue, the link between density and HIFU lesions has not yet been established. However, the density perturbations are included here for the completeness of the model. We were not able to identify measurements of density change in response to HIFU and therefore in this work the change in the density was limited to 1% to validate the Born model.
The applicability of the inversion method described in Sec. III to HIFU lesions is based on the fact that in HIFU there is substantial prior information about the target. The approximate size, location, and orientation of the lesion can be determined from the parameters of the HIFU source. In this work we will assume that the lesions are ellipsoidal in shape which is a reasonable model for purely thermal lesions.
We note that, after several excitations, the heated area may well lose its initial simple, ellipsoidal shape. Also, the morphology of the necrosed region may depend upon how the tissue is ablated, i.e., how the beam is scanned across the region of interest, and at what repetition rate. Depending upon these, the shape of the necrosed area may be quite arbitrary. However, the paradigm we introduce in this work can be extended to other shapes and this is addressed in the discussion.
V. INVERSION EXAMPLES AND RESULTS
In this section, the 3D shape-based inversion results for ellipsoidal Born scatterers are presented. In Sec. V A, the transducers are assumed to be point sources where the scattered field is represented by Eq. ͑4b͒ and in Sec. V B, a Monte Carlo analysis is done to determine the robustness of the inversion. In Sec. V C the proposed method is validated with measured ultrasound backscatter data from an ellipsoidal target that mimics a HIFU lesion. In this case the scattered field is represented by Eq. ͑10͒. In both cases the model given by Eq. ͑16͒ is used for the lesion structure and the contrast of the ellipsoidal-shaped perturbations in sound speed, attenuation, and density are estimated.
A. Numerical simulations and results
Here we present the numerical simulations that were used to validate the inversion idea on a problem of manageable size while the laboratory experiments presented in Sec. V C were dictated by the underlying, motivating application as well as the fact that the 3.5 MHz transducer is what is readily available in practice. In what follows we will employ a Monte Carlo approach to determine the behavior of the inversion and therefore to reduce the computational complexity for the numerical simulations, frequency values lower than those employed in the medical imaging applications were used, and the overall size of the problem was reduced to 5 mmϫ 5 mmϫ 5 mm. Exploring ideas such as our ability to recover one ellipsoid per physical quantity could not be done easily at higher frequencies due to the long computational time associated with the size of the matrices for the high frequency case.
To demonstrate the flexibility of the shape-based approach three numerical simulation experiments were performed. Two cases were presented where three different ellipsoids were assumed for three different acoustic parameters and another case in which the spatial changes in the acoustic properties were represented by three overlapping ellipsoids ͑i.e., single ellipsoid͒. In practice, and indeed in the laboratory experiments, we assume a single ellipsoid in which the spatial changes in acoustic properties were enclosed within a single ellipsoid.
The numerical simulation conditions are given in Fig. 3 . A linear array of six point sources are scanned across the anomaly at six different measurement points. At each measurement point, a single transmitter insonifies the medium where the echo data are calculated for each element of the array. Six frequencies equally spaced between 300 and 425 kHz were used in the simulations. Gaussian noise was added to the data to set the signal to noise ratio to 25 dB. The background properties were chosen to match those of a tissue mimicking phantom that we have employed previously: The inversion method described in Sec. III B was implemented in MATLAB where the "lsqnonlin" function with Gauss-Newton option was used. The geometric parameters and the contrasts of the ellipsoids, ␤ i were scaled to the same order ͑between 1 and 2͒ prior to the optimization routine to maximize the performance. The bounds for the geometric parameters are given in Table I . The lower limits for the lengths of the semiaxes were set to a small number ͑0.5 m͒ to prevent the solution producing zero volume ellipses. The lower and the upper bounds for the "lsqnonlin" function were set to 1 and 2, respectively, to ensure that the boundary of the ellipsoid was in the region of interest and the contrasts were within the above-defined limits. The termination tolerance on the function value, y − Kf͑␤ k ͒, was 10 −5 . In Figs. 4-6 the true and estimated ellipsoid distributions are displayed. For comparison purposes, the true shapes are plotted with lines on the estimated ellipsoids. Two measures are introduced to describe the error between the real and simulated ellipsoids. The estimation error in contrast is defined as
where M i and M i represent the actual and estimated contrasts, respectively. The volumetric estimation error is defined as 
where E a and E e represent the actual and estimated ellipsoids, respectively. For comparison purposes, the real, initial, and estimated contrast values for all the simulations are given in Table II with the error values. Figure 4 shows a case where the inclusion consists of similarly sized and shaped ellipsoids with different orientations. Given little prior information about the shape and the contrasts it was possible to recover the geometry and the contrasts quite accurately, with all errors less than 4%. The number of required iterations was 99, which took 14 min on a 1 GHz Linux workstation. Figure 5 shows the HIFU lesion type anomaly where the inclusion consists of three concentric, overlapping ellipsoids. This represents the case of HIFU lesion where the changes of the acoustic properties are confined into a single region of space rather than individual ellipsoids. Although it appears that a single ellipsoid anomaly has been detected, the algorithm classified three distinct ellipsoids. Although the initial estimates for the contrasts were considerably different than the real values, a very good estimate was obtained for the contrasts and the geometries. The method proposed here to define the contrast of the object as a nonlinear parameter of the problem, greatly improved the contrast detection. The number of required iterations was 98, which took 14 min on a 1 GHz Linux workstation.
In the third case, Fig. 6 , the scenario consisted of three significantly different ellipsoids. Although this does not model what we expect to observe in a HIFU application it demonstrates the utility of the approach to a wider class of problems. The localization of the perturbations was successful although the differences were larger than for the other two cases. Our observations revealed that the rotation angles are the most difficult parameters to estimate for this type of shape-based inversion problem. The number of required iterations was 299, which took 24 min on a 1 GHz Linux workstation. The same experiment was repeated with signalto-noise ratio of 40 dB and a better localization was obtained for the anomaly where the errors were less than 5%.
B. Monte Carlo analysis
A statistical error analysis was done to assess more thoroughly the performance of the inversion method presented in this study. For this purpose, Monte Carlo simulations were performed in which 140 estimation problems were considered. For each realization, a randomly oriented ellipsoid was selected so that it had up to 15% deviation in contrast, volume, and orientation from an a priori ellipsoid. Gaussian noise was added to the data to set the signal to noise ratio to 25 dB. The error distributions in volume and contrast are given in Fig. 7 . The algorithm was successful in localizing the ellipsoidal shapes but the performance was slightly poorer for contrast estimation. In 75% of the cases the localization error was less than or equal to 10%. For the problem of determining HIFU lesion position, the localization is more important than the contrast errors. On the other hand, the contrast estimation provides a means to construct a "safety zone" by which one can be assured that the tissue has in fact been necrosed. For all the cases where the error was high, the rotation parameters were significantly different ͑22%͒ than the actual values. This is consistent with the previous observation that the rotation parameters are the most difficult parameters to estimate.
The results showed that the method given in this study was generally successful in estimating the randomly oriented ellipsoids.
C. Laboratory experiment and results
A laboratory experiment with a clinical ultrasound transducer was performed to validate the inversion method developed in this paper. The probe ͑Model 8665, BK Medical, Wilmington, MA͒ was a curvilinear array with a 60 mm radius of curvature convex surface upon which 128 elements ͑13 mm highϫ 0.5 mm wide͒ were placed with a pitch of 0.525 mm. Each element had a center frequency of 3.5 MHz and in the elevation plane was focused to 70 mm. Each element could be individually controlled using a real time ultrasound scanner ͑AN2300, Analogic Corporation, Peabody MA͒ with a MATLAB interface.
For this experiment five elements, Nos. 54, 59, 64, 69, and 74, were employed to take the measurements. The angle between each element used in this study was 0.0438 rad. The schematic showing the location of the cylindrically concave transducers on the linear array is given in Fig. 8 .
The array transducer and the phantom were placed in a water tank ͑35 cmϫ 53 cmϫ 35 cm͒ that was filled with deionized, degassed water at approximately 21°C. Each cylindrically concave element was operated in transmit mode individually and the unbeamformed echo data from other elements in the array were recorded and stored for post processing.
The laboratory experiment settings are given in Fig. 9 . The origin of the region of interest ͑ROI͒ was defined as the geometric focus of the 64th element. The linear array was scanned across the ellipsoid anomaly at five different measurement locations. At each measurement location, a single element insonified the medium and the backscattered signal was measured by all five elements of the array. This was repeated using all elements of the array as a transmitter. The array was scanned across the anomaly between y =−6 mm to y = 6 mm with 3 mm step size.
An ellipsoidal shaped phantom ͑20 mmϫ 5 mm ϫ 6 mm͒ was carved from an agar tissue mimicking phantom which had the nominal acoustic properties of c p = 1551 m / s, p = 1045 kg/ m 3 , and ␣ p = 10.17 Np/ m / MHz. The ellipsoid was immersed into a polyacrylamide hydrogel 50 The polyacrylamide hydrogel was used because it was optically transparent ͑allowing visualizing of the ellipsoidal anomaly͒, had the same density as the agar phantom, and had differences in sound speed and attenuation that were representative of a HIFU lesion. That resulted in an experiment environment of which there was a single ellipsoidal anomaly and altered sound speed and attenuation values compared to the background. A photograph of the BSA phantom showing the ellipse is given in Fig. 10 . The inversion algorithm involves solving the same minimization problem as in Sec. V A, Eq. ͑17a͒. The only difference is that the transducer elements cannot be modeled as point sources. Therefore, the method described in Ref. 51 was used to compute the spatial transfer function of the cylindrical elements and incorporated into computing K 1 ,K 2 , and K 3 in Eq. ͑11͒. The inversion was carried out at five frequency values equally sampled between 2.5 and 3 MHz.
D. Results
The inversion was carried out using the following bounds on for the contrasts: 0 m / s Ͻ M c Ͻ 20 m / s and 0 Np/ m Ͻ M a Ͻ 440 Np/ m. Since there was no density perturbation with respect to background, M d was set to 0. In HIFU problems, the location and orientation of the lesion can be initially estimated from the geometry of the HIFU transducer. Therefore, for this problem, it was assumed that the location and the orientation of the ellipsoid were roughly known but the lengths and contrasts were given larger bounds. The bounds for the geometric parameters used in the inversion are given in Table III .
In Fig. 11 the true ellipsoid, initial guess provided to the estimation method and the final result are displayed. For comparison purposes, the estimated ellipsoid is plotted with lines on the actual ellipsoid in Fig. 12 . The number of iterations required was 116 and the total computation time was about 26 min. We were able to recover the geometry information with 5.7% volumetric estimation error. The maximum error in x, y, and z was determined to be 4.6%. The quantitative acoustic parameters of the ellipsoid is also of interest here. The initial contrast values provided to the optimization routine and the expected values are given in Table  IV . Although the initial values were considerably different than the real values, we were able to determine the attenuation perturbation to within 5%. The sound speed estimate was not so accurate, with an error of 16%, however we note that the contrast in the sound speed was very small ͑5 m/ s in 1550 m / s͒ and as was mentioned in Sec. I this may not be a robust parameter to determine a lesion once the lesion has cooled.
VI. CONCLUSIONS
The use of wave-based inversion methods for medical ultrasound imaging is not common. Primarily, the size of the region of interest and the limited view nature associated with most data acquisition scenarios make the traditional inversion methods, which yield complete images, impractical. However, in the case of lesions formed during HIFU the goal is to characterize objects for where there is significant prior information about the size, location, and orientation of lesions as well as their acoustic contrasts in attenuation and sound speed. Motivated by this application a shape-based method was developed for determining the acoustic properties and the spatial structure of an ellipsoidal scatterer in the Born approximation. The application of this method to HIFU-like lesions was demonstrated. This preliminary work indicates that a linearized physics-based model, coupled with a shape-based inversion routine, might provide a feasible method to monitor the progress of image guided therapy. We exploited the fact that the treatment results in an ellipsoidalshaped region and proposed a differentiable function to describe the boundary and the contrast of the ellipsoid. Numerical simulations were used to illustrate the potential of the shape-based inversion and to show the robustness by means of a Monte Carlo approach. The Monte Carlo simulations showed that the algorithm was able to determine most of the parameters of an ellipsoid to within 10%, with the exception of the orientation angles which were found to be the hardest to accurately predict. A laboratory experiment was also considered using a clinical curvilinear array transducer. A roughly ellipsoidal HIFU lesion-like phantom was used which had perturbation in sound speed and attenuation only. We were able to reconstruct the geometry of the ellipsoid and the contrasts accurately. The results were obtained with 116 iterations using a MATLAB implementation in 26 min on a 667 MHz workstation. In practice one would need faster inversion, less than 1 min and ideally on the order of 1 s, to guide the therapy. We note that MATLAB is not an ideal computational platform to perform real-time operations. It is the experience of the authors that converting MAT-LAB code to a fully compiled code, using, e.g., C or FOR-TRAN, results in a speed up of two to three orders of magnitude. Therefore we anticipate that practical computation times will be achievable with sufficient engineering effort.
In this work we employ the Gauss-Newton method, a local optimization routine, for solving the parameter estimation problem. This method is highly sensitive to prior infor- As discussed in Sec. I, the approach we have presented is based on a number of assumptions concerning the shape of the scatterer, the nature of the medium in which it is embedded, and the physical model used in the processing. In terms of the shape assumption, the experiments in this paper indicate that accurate results can be obtained even for objects that are not perfect ellipsoids, which was indeed the case for the phantom considered in Sec. V C. Current work on this project 53 confirms these findings on a broader range of phantom experiments. Moving forward in making our approach more suitable for addressing the clinical form of the HIFU problem, there are many possible generalization of the ellipsoidal model which provide for the modeling of more complex shapes without the need to solve a large-scale inverse problem. We point specifically to the use of spherical harmonic expansions as the basis for modeling individual scatterers as described for example in Refs. 54-56 as well as level set methods such as those developed by Miller's group 57, 58 and others [59] [60] [61] for which the number of objects need not be specified a priori.
The method that is developed in this work is valid for homogeneous, lossy, power-law attenuating medium in which a Born scattering model is employed in the processing. Certainly, to make this approach of practical use, it will be necessary to move beyond the assumption of spatial homogeneity. Here, we must account both for fine-scale tissue inhomogeneities that give rise to typical speckle patterns in ultrasound imagery as well as large scale structures including aberrating layers, organs, etc. Our recent work 53 indicates a strong degree of resilience of the shape-based method for problems in which the only source of heterogeneity is the small-scale structures.
In the case of large-scale structures, many options can be explored. There are a number of approaches that have been employed to address abberation in B-mode ultrasound that could be a starting point for an inhomogeneous background model, see, e.g., Refs. 62-64. Alternatively, one could consider the use of distorted wave Born methods [65] [66] [67] for constructing linearized models about heterogeneous media. Such an approach would allow us to easily capture large scale inhomogeneities such as the presence of organs, layers of fat, etc. Initial ideas for jointly estimating the contrast parameters when the shape of the inhomogeneities is known as well as the perturbation itself have been considered in Ref. 68 . Determining the gross structure of these regions may require the acquisition and processing of, e.g., CT or MRI data prior to HIFU treatment. A major issue to be considered here is whether the lesions themselves are "small" perturbations against this inhomogeneous medium. For the homogeneous problem here, the results of our work in Sec. V C indicate that for isolated lesions, the Born model is adequate. It remains to be seem whether this holds as HIFU therapy continues and produces lesions of increasing complexity. Should that not be the case then a fully nonlinear inversion routine may be needed. Here the work of Ref. 31 where an efficient contrast-source method was employed may be of use. Such techniques are well known for pixel-based image formation methods and adapting the idea for shape-based schemes would require some effort. 
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APPENDIX: JACOBIAN CALCULATION
The Jacobian matrix associated with Eq. ͑12͒ is
where is the unknown geometric parameter of the ellipsoid and each f i a column vector containing the voxel values of the perturbations. To obtain the Jacobian matrix, the derivatives of Eq. ͑16͒ with respect to the unknown ellipsoid parameters are required. Using the chain rule: where x = ʈD i U i T ͑r − c i ͒ʈ 2 2 . Using matrix algebra x can be written as
The derivatives of x with respect to the various ellipsoid parameters can be expressed as 
